Sample Summary Report

Case No: 43789 Contract: EPW11033 SDG No: YO93Y9 Lab Code: MITKEM
Sample Number:  VBLK5W Method: VOA_Trace Matrix: Water MA Number: 2341.0
Sample Location: pH: 7.0 Sample Date:  10/05/2013 Sample Time:  16:00:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Vinyl chloride 0.50 ug/L 1.0 U ] Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Chloroform 0.50 ug/L 1.0 U U Yes
1,1,1-
Trichloroethane 0.50 ug/L 10 U U Yes
Benzene 0.50 ug/L 1.0 U U Yes
Trichloroethene 0.50 ug/L 1.0 U U Yes
Toluene 0.50 ug/L 1.0 U U Yes
Te”a‘:h'groethe” 0.50 ug/L 10 U U Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
1,2-
Dichlorobenzene 0.50 ug/L 10 v U Yes
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Case No: 43789 Contract: EPW11033 SDG No: YOo3Y9 Lab Code: MITKEM

Sample Number:  VBLK5Y Method: VOA_Trace Matrix: Water MA Number: 2341.0
Sample Location: pH: 7.0 Sample Date:  10/06/2013 Sample Time:  22:08:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Vinyl chloride 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Chloroform 0.50 ug/L 1.0 U U Yes
1,1,1-
Trichloroethane 0.50 ug/L 1o v U Yes
Benzene 0.50 ug/L 1.0 U U Yes
Trichloroethene 0.50 ug/L 1.0 U U Yes
Toluene 0.50 ug/L 1.0 U U Yes
Tetrachloroethen 0.50 uglL 1.0 u u Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
1,2-
Dichlorobenzene 0.50 ug/L 10 U U Yes
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Case No: 43789 Contract: EPW11033 SDG No: YOo3Y9 Lab Code: MITKEM

Sample Number:  VHBLK5Y Method: VOA_Trace Matrix: Water MA Number: 2341.0
Sample Location: pH: 7.0 Sample Date:  10/07/2013 Sample Time:  08:12:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Vinyl chloride 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
Chloroform 0.50 ug/L 1.0 U U Yes
1,1,1-
Trichloroethane 0.50 ug/L 1o v U Yes
Benzene 0.50 ug/L 1.0 U U Yes
Trichloroethene 0.50 ug/L 1.0 U U Yes
Toluene 0.50 ug/L 1.0 U U Yes
Tetrachloroethen 0.50 uglL 1.0 u u Yes
Ethylbenzene 0.50 ug/L 1.0 U U Yes
o-Xylene 0.50 ug/L 1.0 U U Yes
m,p-Xylene 0.50 ug/L 1.0 U U Yes
1,2-
Dichlorobenzene 0.50 ug/L 10 U U Yes
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Case No: 43789 Contract: EPW11033 SDG No: YO93Y9 Lab Code: MITKEM
Sample Number:  Y93Y9 Method: VOA_Trace Matrix: Water MA Number: 2341.0
Sample Location: HP74-14-092513 pH: 20 Sample Date:  09/25/2013 Sample Time:  08:50:00
% Moisture: % Solids:

Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Vinyl chloride 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1,2-Trichloro-
1,2,2- 0.50 ug/L 1.0 U U Yes
trifluoroethane
trans-1,2-
Dichloroethene 0.50 ug/L 1.0 U U Yes
1,1-
Dichloroethane 0.50 ug/L 1.0 U U Yes
cis-1,2-
Dichloroethene 54 ug/L 10 J Yes
Chloroform 0.50 ug/L 1.0 U U Yes
1,1,1-
Trichloroethane 0.50 ug/L 1o v U Yes
Benzene 3.6 ug/L 1.0 Yes
Trichloroethene 49 ug/L 1.0 E Yes
Toluene 34 ug/L 1.0 Yes
Tetrachloroethen 0.50 ug/L 1.0 U u Yes
Ethylbenzene 0.58 ug/L 1.0 Yes
o-Xylene 0.58 ug/L 1.0 Yes
m,p-Xylene 11 ug/L 1.0 Yes
1,2-
Dichlorobenzene 0.50 ug/L 10 U U Yes
1R-apha- 1.0 NJ Yes
Pinene
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Case No: 43789 Contract: EPW11033 SDG No: YOo3Y9 Lab Code: MITKEM

Sample Number:  Y93Y9DL Method: VOA_Trace Matrix: Water MA Number: 2341.0
Sample Location: HP74-14-092513 pH: 20 Sample Date:  09/25/2013 Sample Time:  08:50:00
% Moisture: % Solids:
Analyte Name Result Units Dilution Factor Lab Flag Validation Reportable Validation Level
Vinyl chloride 2.0 ug/L 4.0 U U Yes
1,1-
Dichloroethene 20 ug/L 40 U U Yes
1,1,2-Trichloro-
1,2,2- 2.0 ug/L 4.0 U U Yes
trifluoroethane
trans-1,2-
Dichloroethene 20 ug/L 4.0 v U Yes
1,1-
Dichloroethane 20 ug/L 40 U U Yes
cis-1,2-
Dichloroethene 54 ug/L 4.0 D Yes
Chloroform 20 ug/L 4.0 U ] Yes
1,1,1-
Trichloroethane 20 ug/L 4.0 v U Yes
Benzene 38 ug/L 4.0 D Yes
Trichloroethene 50 ug/L 4.0 D Yes
Toluene 3.6 ug/L 4.0 D Yes
Te”a"h'groethm 20 ug/L 40 U U Yes
Ethylbenzene 20 ug/L 4.0 U U Yes
o-Xylene 20 ug/L 4.0 U U Yes
m,p-Xylene 11 ug/L 4.0 DJ J Yes
1,2-
Dichlorobenzene 20 ug/L 40 v U Yes
1R-apha- 4.0 DNJ Yes
Pinene
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